MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
{RECEIVED l
% kporTir

STATE PUBLIC HEALTH LABORATORY_ .
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPOR1BY Carol Day at 1:24 pm, May 04, 201

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrumant is repaired.
Send copy to Department of Health and Senior Services; retain original in department file.

ALCO SENSOR IV SN PRINTER SN DATE OF INSPEGTION
030451 95.111.053 05-04-2015
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
501 Faraon St. Joseph, MO : . 0737

CHECKLIST: Place a mark in the box by each item it found to be satisfaclory or if operating within established limits. (Write in observed val-
ues where determined.) Unmarked items must be correcled before using Instrument. :

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (1 O-C - 40-C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

[] SIMULATOR SOLUTION

COMPRESSED ETHANOL-GAS MIXTURE

STANDARD SUPPLIER INTOXIMETERS LOT #__ AG428002  gxp, DATE __ 10-07-2016
[] SIMULATOR TEMPERATURE (34'C £ 0.2'C) ________ SIMULATOR SN SIMULATOR EXP DATE __

IE CALIBRATION CHECK - (ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tesis must be within £5% of the standard vaiue and must have a spread of .005 or
less. Check.the box corresponding to the standard solution being used. {PRINTOUT ATTACHED)
H 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE

[T 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
| 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 - 104 . TEST 2 - 103 TEST 3 - 104

B4 RFI DETEGTOR OPERATING
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INGLUDE SELF-ADMINISTERED TESTS)

I
REFUSALS 13 |{0-04) 4 (05-09) 4 (.10-.14) 6 (15-19) 2 {OVER ,19) I

List any new parts and describe any alteralion or modification that was made to restore the instrument to operate satisfactorily and within
established limils {use other side if necessary),

PRINT HAME

SCOTT GARY

& - .
Trrell PERGTT NUMBERIEXPIRATION DATE

TELEPHONE NUKMBER

240301 07-22-2016 816-271-5359
Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office

2875 James Boulevard
Poplar Bluff, MO 63901

MO 380-1351 {&-1 0} AN EQUAL OPPORTUMTYIAFFIRMATIVE ACTION EMPLOYER
. sepvices proviced on a poodiseriminatory basls

LAB-114




Customer Name
Intoximeters, Inc.
2081 Cralg Road
St. Louls, Mo 83146

Exp. Date
7-0ct-2018

Airgas USA LLC (LAB)
3500 Bernard Street

St Louis, Mo. 63103
Ph; (314) 533-3100
Fax: {314) 5633-7328

Certificate of Analysis

Lot # AG428002

Component
Ethanol

Nitrogen

Certification Traceable to N.I.8.T. RGM Ethanol Standards:

Setrial No,
EB0010581

EB0010570
EB0010285
EB0010561
EB0010681

Analytical Method:

Concentration

391.8 ppm
259.8 ppm
208.0 ppm
103.7 ppm
52.22 ppm

NDIR

Digilally slgned by Quality Conlrg!
Iy ﬂ Y

Date: 203

0.08 12:15:00 -05:00
Reason: Dry gas standard cerificatlon of analysis

Localion: Alrgas USA LLC {Lab)

Serlal No.

EBO0010603
EB0010559
EB0OO10595
EB0J10562
EB0010579

Analyst:

Test Date: 8-Oct-2014

Cortified Concentratlon
0.100 + 2% BrAC (272 ppm)
Balance

Concentration

392.5 ppm
258.% ppm
208.9 ppm
104.9 ppm
52,94 ppm

Sl Alovsetn

Rod Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il

SCOTT GARY

ls hereby authorized lo Instruct and supervise operalors, lraln instruclors, Inspact, calibrate, perform lield service and repalrs,
and operale the lollowing breath analyzer(s):

ALCO-SENSOR IV WITH PRINTER, DATAMASTER

for the determination of the alcoholic conlent of bleod from a sample of explred alr, Permit lssued under ho provislons of seclions
577.020 Ihrough 677.041, RSMo and 306.111 through 308,118 RSMo,

DATE __1122/2014
DIRECTOR OF STATE PUBLIC HEALTH LABORATORY
"‘NUMBER 240301
EXPIRES 72212016 — ,
DIREGTOIR OF DEPARTMENT OF HEALTH AND SENIOR SERVICGES

KO 680-0721 {8-10) LA (110-10)

STATE OF MISSOUR)
DEPARTMANT OF IIEALTH AXD SEIOR SERVICES
BREATI{ ALGOIIOL PROGRAM

INSTRUMENT OPERATOR CARD

Tho pamed cardhalder s aulhomied 1o operals an evifealial breath efoohs)
mstoument for the delorelaabion of he ekehole eantentIn breath form of axplred ok

R

Operaler  GARY, SCO¥T
PormitNo 240301
Dafe lsswed 202202014 Dalo Explres 7/22/2018

o Mistoorl_
g
E




